[Evaluation of the suitability of the electrocardiosignal, derived from the right ventricular endocardium, for regulating an electrocardiostimulator].
All parameters of electrocardiosignal taken off the right ventricle endocardium are to be known for the development of the circuits for R-wave separation and provision of reliable cardiostimulation with biological control. This is the input signal of cardiostimulator with biocontrol. Methodical questions of recording this signal by means of Soviet electrodes, results of investigation and statistical processing of the signal parameters are reported.